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1.0 Introduction

The Lower Duwamish Waterway (LDW) site is an approximately 5-mile portion of the
Duwamish River, which flows into Elliott Bay in Puget Sound, Seattle, Washington. The
Washington State Department of Ecology (Ecology) is the lead agency for source control on the
LDW site, as defined in the U.S. Environmental Protection Agency (EPA) LDW Record of
Decision (EPA 2014).

Ecology’s Toxics Cleanup Program currently administers Model Toxics Control Act Agreed
Orders for remedial investigations, feasibility studies, and cleanup action plans for several
cleanup sites adjacent to and near the LDW. Some sites may be sources of polychlorinated
biphenyls (PCBs) to the LDW surface water and sediments through the discharge of
groundwater. Groundwater discharging to surface water and sediments must meet a very low
water quality standard to protect surface water and sediments. Analytical methods for PCB
Aroclors (EPA Method 8082) cannot measure low enough PCB concentrations to provide
information necessary to determine if concentrations in the groundwater are protective of surface
water and sediments. Collection and analysis of groundwater samples for PCB congeners using
EPA Method 1668 is consistent with the recently issued Toxics Cleanup Program
Implementation Memorandum #12 (Ecology 2015), and will allow for more accurate use and
evaluation of data.

During data compilation efforts for the Green-Duwamish River Watershed PCB Congener Study:
Phase 1, completed by Leidos under a separate work assignment, no groundwater or surface
water data for PCB congeners were identified. Data collected as part of this task will help to fill
this data gap; in addition, collection of concurrent PCB congener and Aroclor data in
groundwater and surface water will provide additional information for source tracing and
fingerprinting (pattern) analysis, and will aid Ecology in assessing whether EPA Method 1668
should be used at cleanup sites. This Sampling and Analysis Plan (SAP) and Quality Assurance
Project Plan (QAPP) are for work performed as a subtask under Work Assignment C11139Q0Q,
LDW Technical Assistance. This subtask is designated as LDW Groundwater Sampling for PCB
Congeners and Aroclors.

Leidos reviewed existing PCB data from multiple media, specific sampling and analysis
protocols, and other supporting data collected to date at sites within the LDW basin. Based on
this review, a total of 14 sites have been selected to be sampled for the presence of PCBs in
groundwater and surface water. All but one of these sites is under an Agreed Order with Ecology.
The selection of sites is discussed in Section 2.1. A list of sites and monitoring wells is included
in Appendix A, and site maps for each location are presented in Appendix B.

This SAP was prepared in accordance with the requirements outlined in Washington
Administrative Code (WAC) 173-340-820. Analytical procedures are identified in the SAP and
QAPP in accordance with WAC 173-340-830.
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1.1 Purpose and Objectives

The primary purpose of this sampling and analysis effort is to collect groundwater and surface
water samples from several sites within the LDW basin and analyze them for PCB congeners
and Aroclors. Groundwater samples will be collected from existing wells at Agreed Order sites,
and one non-Order site, within the LDW basin. Surface water samples from the LDW will be
collected at up to 10 of the Agreed Order sites that are adjacent to the LDW. Sample analytical
results may be used for the following purposes:

e Fill data gaps for PCB congeners in groundwater, as identified during data compilation
efforts for the Green-Duwamish River Watershed PCB Congener Study: Phase 1 (Leidos
2016).

e Allow more accurate use and evaluation of PCB data by collecting both Aroclor and
congener data from multiple locations with a wide expected range of concentrations.

e Provide information on urban background levels of PCB congeners in groundwater.
e Provide additional information for source tracing and fingerprinting (pattern) analysis.

e Surface water sample results will be compared to groundwater sample results from
nearby wells to determine if there is a significant difference in the congener profile.

Leidos and its subcontractors will implement this SAP/QAPP under the direction of Ecology.
The following sections describe the key roles and responsibilities of the project team.

1.2 Project Planning and Coordination

Rick Thomas of Ecology will serve as the Ecology Project Manager who will conduct overall
project coordination, supply Ecology-furnished services, review reports, and coordinate with
contractors. Iris Winstanley of Leidos will serve as the Leidos Project Manager for this work
assignment. Tom Dubé of Leidos will serve as the Leidos Task Manager (TM) and be
responsible for executing this SAP/QAPP, overseeing the collection and analysis of field
samples, and reporting the field and analytical results to Ecology. Vicki Sutton will serve as
Ecology’s task manager and be responsible for coordinating the project tasks with Ecology site
managers.

1.3 Sample Collection

Stuart Brown of Leidos will serve as the Field Manager (FM) responsible for collecting and
processing samples in accordance with this SAP/QAPP and transporting samples to the
analytical laboratories for analysis. The FM, or delegate appointed by the TM, will oversee field
preparation to ensure all sampling equipment meets sampling guidelines.

1.4 Laboratory Coordination and Quality Assurance/Quality Control
Management

Joe Peters of Leidos will serve as the laboratory coordinator responsible for subcontracting with
state-certified laboratories and ensuring use of established protocols for chemical analysis and
data management. He will also serve as the project chemist and project quality assurance

Page 2 February 2017



LDW Groundwater Sampling for PCB Congeners and Aroclors SAP/QAPP

(QA)/quality control (QC) coordinator. Mr. Peters will provide QA oversight for the laboratory
programs, including laboratory reporting and holding times, and oversight of the independent
third-party data validation subcontractor to ensure that the laboratory analytical and QA/QC data
are considered valid and that procedures meet the analytical requirements.

1.5 Health and Safety Manager

Randy Hansen of Leidos will serve as the designated Leidos Health and Safety Manager (HSM).
The HSM is responsible for ensuring that all personnel are properly trained and fully aware of
potential site hazards. Under Mr. Hansen’s direction, a delegated Site Safety and Health Officer
is responsible for ensuring that personnel conduct all work in a safe manner, wear appropriate
personal protective equipment (PPE), and abide by the conditions set forth in the site-specific
Health and Safety Plan.

1.6 Data Manager

Megan Gay of Leidos will serve as the data manager for this project. Ms. Gay is responsible for
following data management procedures described in Appendix C, reporting data to the project
team as scheduled, managing the project database, and submitting data to Ecology’s
Environmental Information Management (EIM) database.

1.7 Subcontractor Support

The Leidos project team will consist of the following subcontractors for laboratory analytical
services, data validation, and investigation-derived waste (IDW) disposal:

e PCB congener analysis:

Vista Analytical Laboratories (Vista)
Martha Maier

1104 Windfield Way

El Dorado Hills, CA 95762

Phone: (916) 995-5171

Email: mmaier@vista-analytical.com

e All analyses except PCB congener analysis:
Analytical Resources, Inc. (ARI)
Amanda Volgardsen
4611 South 134th Place, Suite 100
Tukwila, WA 98168
Phone: (206) 695-6220
Email: amandav@arilabs.com

e Data validation:

EcoChem, Inc. (EcoChem)
Christine Ransom
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1011 Western Avenue, Suite 1011
Seattle, WA 98104

Phone: (206) 233-9332, ext. 109
Email: cransom@ecochem.net

e |IDW disposal:

Clean Harbors

Lucas Menendez

26328 79th Avenue South

Kent, WA 98032

Phone: (253) 638-3549

Email: menendez.lucas@cleanharbors.com

1.8 Schedule

Mobilization, sampling, and analysis will begin in February 2017 following approval of this
SAP/QAPP and will last approximately 6 weeks until mid-March 2017. During this time period,
samples will be collected from the selected facilities. Samples will be analyzed after each event.
All project analytical results will be independently validated as the data become available.

Sample analysis will require 15 days for all analyses except PCB congener analysis, which
requires 21 to 28 days. Data will be validated within 30 days once the data validation
subcontractor receives final laboratory reports from the analytical laboratories.

A draft technical memorandum presenting validated analytical results will be submitted to
Ecology for review within 2 weeks of the receipt of the validated data. A final technical
memorandum will be completed within 4 weeks of receipt of Ecology comments on the draft, but
no later than June 30, 2017.
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2.0 Field Sampling Plan

The purpose of the Field Sampling Plan is to describe the procedures and methodologies utilized
in groundwater and surface water sample collection at the selected LDW Agreed Order sites and
upgradient sites. Groundwater samples will be collected from existing and usable groundwater
monitoring wells installed at each of the selected sampling sites. In addition, surface water
samples will be collected along the LDW or its embayments from the selected Agreed Order
sites if sampling can be safely performed.

Prior to the sampling event, a site walk will be completed at each of the selected sites to:

o Verify that selected and alternate groundwater monitoring wells are present and available
for sampling (i.e., wells are accessible and not damaged).

o Assess the feasibility of collecting near-shore surface water samples (if applicable) and, if
feasible, determine the sample collection method.

e |dentify an area to store drum(s) containing IDW consisting of groundwater and
decontamination water.

2.1 Sampling Locations

Locations for sampling were selected from 10 “adjacent properties” along the LDW and from 4
“inland properties” (see Appendices A and B). Adjacent properties are those sites located
immediately adjacent to the LDW. Inland properties are those sites not immediately adjacent to
the LDW. Three of the four inland properties are Agreed Order sites administered by Ecology.
The exception is the former Electronics Manufacturing Facility (EMF) at the King County
International Airport (KCIA), which is a regional upgradient location. A total of 14 sites were
selected, which is more than anticipated in the original scope of work and more than required for
data usability. The 14 sites were chosen in the event that access or scheduling difficulties prevent
some of these sites from being sampled in a prompt timeframe. Leidos will coordinate with
Ecology to determine which sites are most suitable and available for sampling. In this
SAP/QAPP, it will be assumed that all 14 sites will be sampled.

At least three groundwater monitoring wells were selected for sampling at the Agreed Order
sites: (1) a downgradient well, (2) a well located in the central area of the site, and (3) a well
located generally in the upgradient portion of the site. At the adjacent property sites, the
downgradient well is also a near-shore well that in most cases is within the tidally influenced
zone of the aquifer. Central and upgradient wells that are within this aquifer were selected to
ensure that data are comparable at individual sites and across the LDW basin. Wells were not
targeted relative to specific local source areas on the sites (e.g., not immediately upgradient or
downgradient of hot spots). Additional wells were selected at some sites at the request of the
Ecology Project Manager.

At two of the LDW inland properties, one monitoring well at each site was selected for sampling
as a regional upgradient well, because the well appears to be located upgradient of any identified
PCB contamination in the LDW corridor. One of these locations is on the west side of the LDW
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(South Park Landfill), and one is located on the east side of the LDW (EMF/KCIA). For
EMF/KCIA, this upgradient well is the only well that will be sampled at this location.

Monitoring wells were selected to target the shallow aquifer at each site. Many sites have
aquifers delineated into two or three depth zones, and sometimes perched zones are locally
present. At all sites, the water table aquifer wells were selected for sampling. Some locations
have wells identified as partially screening a combination of two zones. For example, at South
Park Landfill, a number of wells are identified as being screened within a combined perched
zone and water table aquifer. Some of these wells were selected for sampling in this study
because most of the wells in the northern part of this site are all similarly screened. However, the
downgradient wells are screened slightly deeper in the water table aquifer, without a perched
water component.

Monitoring wells for sampling were further selected by evaluating previous analytical data for
PCB Aroclors in groundwater, although PCBs have not been analyzed at all sites. In this study,
one goal was to select wells with a range of PCB concentrations in groundwater across the site,
based on past testing results. In order to meet this objective, some wells with samples that
previously showed detections of PCBs were selected for use (commonly including those with
higher concentrations), and other wells were selected where PCBs had not been previously
detected. Although PCB Aroclor concentrations from past testing may not correlate closely with
future PCB congener testing, this selection process seemed to provide the best likelihood of
yielding a range of congener concentrations in groundwater.

Leidos also identified alternate monitoring well locations at the sites, in the event that preferred
wells are unsuitable for sampling during the field phase of this task. A well may be unsuitable for
sampling if it is found to be damaged, is inaccessible at the time, has poor groundwater recharge,
has low volume of water, has high turbidity, or other field concern. A list of the selected and
alternate wells, along with site maps for each location, are presented in Appendices A and B,
respectively.

Surface water samples will be collected from the LDW near the shore at up to 10 adjacent
properties. Preliminary surface water sampling points will be selected, where feasible, using
Ecology’s Washington State Coastal Atlas. The feasibility of collecting samples will be
determined and finalized during sample collection activities. If site conditions represent a safety
hazard to field personnel, a surface water sample will not be collected. Surface water samples
will not be collected from the 4 inland properties.

2.2 Sample Collection and Handling Methods

This section describes the methodology for equipment decontamination, sample collection,
identification, processing, and waste handling during sampling events.

Sampling activities will be conducted at reasonably low tides, or during the interval following
low tides, to increase the likelihood of collecting groundwater samples with minimal amounts of
brackish river water that may have intruded the aquifer. This timing is important in the tidally
impacted portion of each site, in the vicinity of the LDW shoreline. Prior to sampling, an
evaluation of the tidal impact at all sampling wells will be made, in order to determine which
wells appear to be significantly impacted by tidal action. This will involve reviewing field or lab
measurements of previous groundwater samples (specific conductance, salinity, chloride, total
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dissolved solids), evaluating tidal studies where they have been performed (tidal amplitude and
tidal lag at each well), and distance to the shoreline. For wells that appear to have a significant
tidal impact, those wells will be sampled at or soon after low tide in the LDW (dependent on tidal
lag times). Wells that do not appear to have a significant tidal impact will not necessarily be
sampled at or soon after low tide. Times of specific low-tide sampling events will be selected
based on the LDW tide reaching lower than the average low tide for the months of February and
March (+2.75 feet MLLW). Low tides that do not reach down to this level will not qualify as a
low-tide sampling event. Times of sampling will also be selected based on field work not
extending too late into the evening, such as not beyond about 7:00 pm.

Prior to groundwater sampling, water levels will be measured at each well. Static water level
measurements will be made using a decontaminated electronic water level and measured to the
nearest 0.01 ft below the well casing. All field measurements will be entered into a bound logbook or
field forms.

Groundwater samples will be collected using a low-flow peristaltic pump. To minimize the
potential for tubing materials to contaminate the groundwater samples with PCB congeners at low
levels, platinum-cured silicone tubing will be utilized through the peristaltic pump. To further
avoid the use of polyethylene or Teflon tubing (or other synthetic material), which may also
release PCBs into the sample, thin-walled flexible copper tubing (0.25-inch OD) will be used
down the well and attached directly to the silicone tubing. New tubing will be used at each
monitoring well. Purging of groundwater wells will also allow the sample tubing to be purged
with sample water. No filtering will take place during sample collection or in the laboratory.

During the low-flow purging process, field measurements will include the following water
quality parameters: pH, specific conductance, turbidity, and temperature. Care will be taken to
minimize drawdown of the water column in the well casing during the purging process. A flow
rate that ensures minimal drawdown of the water level is typically 100 to 500 mL/min. Purging
will be considered complete when the field indicator parameters have stabilized for three
successive readings within the following approximate limits:

pH £0.1 standard units,

temperature £1°C,

specific conductance £5 percent

oxidation reduction potential £15 mV

dissolved oxygen +10 percent (for >0.5 mg/L), and

turbidity £10 percent and goal of <50 nephelometric turbidity units.

Water quality field instrumentation appropriate for the measurement of the above parameters will
be utilized. Operation of the instrument(s) will be in accordance with manufacturer instructions.
Calibration will be performed on a daily basis and recorded in the project field log.

Groundwater samples will be collected from up to 10 adjacent property sites (maximum of 33
groundwater samples and 2 field duplicates). Approximately three equipment rinse samples will
be collected during the groundwater sampling activities at these sites. All equipment rinses will
use laboratory-supplied reagent-grade water and will be collected on both tubing materials using
the peristaltic pump. Rinse samples will be analyzed for PCB congeners and Aroclors.
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Groundwater samples will be collected from up to 4 inland property sites (maximum of 11
groundwater samples and 1 field duplicate). One equipment rinse sample will be collected during
the groundwater sampling activities at these sites.

Two source water blank samples will also be collected, to provide data on PCBs potentially
present in the water used for equipment rinses. These samples will involve pouring laboratory-
supplied reagent-grade water directly into sampling jars, and then analyzing for PCB congeners
and Aroclors. One source blank sample will be collected during the first half of the field event,
and one will be collected during the second half.

Surface water samples will be collected from up to 10 adjacent property sites (maximum of 10
samples and 1 field duplicate). Surface water samples will be collected from the shore or other
structure (e.g., barge or dock) using a low-flow peristaltic pump (as stated above) or by dipping a
laboratory-certified clean glass jar into the water (the latter where river water depth at the
sampling location is very shallow). Similar methods to groundwater sampling will be followed
for use of the peristaltic pump in sampling surface water. Field parameters will also be measured
for surface water collection. One equipment rinse sample (on tubing material) will be collected
during the surface water sampling activities. Where a peristaltic pump is utilized, samples of
surface water will be collected from the lower half of the water column at each location, far
enough above the bottom layer to avoid entraining sediment into the sample.

Table 2-1 lists the sample analyses and the estimated number of samples. Groundwater and
surface water samples will be analyzed using the following methods (further described in the
QAPP; see Section 3.0):

e PCBs as congeners by EPA 1668C using an SPB-octyl column,
PCBs as Aroclors by DE-846 8082,

Chloride by EPA 300.0,

Total solids and total dissolved solids by SM2540B/C,

Total suspended solids by SMS540D, and

Specific conductance by EPA 120.1.

The list of target parameters, the analytical method by which each parameter will be analyzed,
the method holding times, the containers, and the preservatives are included in Section 3.2.2.
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Table 2-1. Analyses and Maximum Sample Numbers

Sample Numbers of

Groundwater + Sample Numbers of
Field Duplicates + Surface Water + Approximate
Equipment Rinses + Field Duplicates + Sample Numbers
Analysis/Sample Type Source Blanks Equipment Rinses of IDW
PCB Congeners’ 53 12 _
PCB Aroclors 53 12 -
Chloride 47 11 -
Specific Conductance 47 11 —
Total Solids 47 11 -
Total Suspended Solids 47 11 -
Total Dissolved Solids 47 11 _
Total RCRA 8 Metals® -- - 14

1 PCB congener analysis will include all 209 congeners.

2RCRA 8 metals include arsenic, barium, cadmium, chromium, lead, selenium,
and silver by method 6010C/D and mercury by method 7470A.

IDW = Investigation-derived waste.

PCB = Polychlorinated biphenyl.

RCRA = Resource Conservation and Recovery Act.

2.2.1 Sample Identification, Containers, and Labels

Samples will be identified by facility abbreviation, location identifier, date, and sample matrix
(Tables 2-2 and 2-3). All samples collected during the investigation will be labeled clearly and
legibly.

Table 2-2. Sample Identification Examples

Sample Facility Location Sample Collection  Sample

Type Abbreviation Identifier Date Matrix
Groundwater CMS MW-1 20170215 w
Surface Water CMS SW-1 20170215 W
Equipment Rinse LER ER-1 20170215 W

CMS = Crowley Marine Services (see Table 2-3).
LER = Leidos equipment rinse (see Table 2-3).
W = Water.
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Table 2-3. Facility Names and Abbreviations

Facility Abbreviation

8801 East Marginal Way S/ PACCAR 8801
Boeing Isaacson Thompson BIT
Crowley Marine Services CMS
Douglas Management Dock DMD
Duwamish Marine Center DMC
Duwamish Shipyard DS
Electronics Manufacturing Facility (EMF) EMF
Glacier Northwest GNW
Industrial Container Services ICS
Jorgensen Forge JF
North Boeing Field NBF
North Terminal 115 NT115
South Park Landfill SPL
Whitehead Tyee WT
Leidos Source Water Blank LSB
Leidos Equipment Rinse LER

Sample labels will be self-adhering, waterproof material and will be attached to all sample
containers. Indelible ink will be used to complete each sample label, which will contain the
project name, sample identification, date and time of collection, analysis and method to be
conducted (or a reference to a priority of analysis list on the chain of custody [CoC] form),
preservation, and the initials of the person collecting the sample. Modifications to the number of
sampling containers filled may be made during sample collection based on available sample
volume.

2.2.2 Sample Storage and Delivery

All samples will be stored in sturdy, insulated coolers and preserved by cooling with ice or
frozen gel-packs to a temperature of 0 to 6°C. Maximum sample holding and extraction times
will be strictly adhered to by field personnel for sample delivery and by the analytical laboratory
(see the QAPP; Section 3.0). Samples will be delivered to the laboratories within a timeframe
that allows the samples to remain within the required temperature range. Samples to be analyzed
for PCB congeners will be delivered to Vista via a commercial shipping service, such as Federal
Express or United Parcel Service. Samples to be analyzed for PCB Aroclors and conventional
parameters will be delivered by hand to ARI by Leidos personnel.

Sample shipping containers will include a CoC inside the cooler. The CoC will be signed by the
individual relinquishing samples to the shipping service representative or the ARI representative.
Upon receipt of samples at the laboratory, the condition of the samples will be recorded by the
receiver. The Leidos field personnel will be responsible for the following:

Page 10 February 2017



LDW Groundwater Sampling for PCB Congeners and Aroclors SAP/QAPP

e Packaging the samples,
e Signing the CoC, and
e Notifying the laboratory and project chemist of when the samples are to be delivered.

2.2.3 Waste Disposal and Handling Procedures

IDW generated during the field activities may include purge water, decontamination fluids, PPE,
and miscellaneous solid waste generated during sample collection activities.

The following waste handling procedures will be used during implementation of the SAP:

e Final waste determinations will be based on knowledge of where and how the waste was
generated and analytical results from the sampling locations. Wherever possible, testing
results from analytical samples collected as part of the sampling program will be used to
make waste determinations. None of the IDW is expected to be hazardous waste.

e Potentially contaminated groundwater and decontamination fluid will be stored at each
site in a steel drum.

e Containers of IDW generated during field activities will be labeled and dated with
information appropriate for accurate tracking and identification of the containers and
their contents. IDW containers will be labeled as “Pending Analysis” until the results of
analytical testing are received.

e Non-hazardous solid wastes that may be generated during field sampling activities,
including gloves, foil, paper, plastic bags, disposable sampling equipment and other
miscellaneous types of debris, will be placed in plastic bags for disposal in approved
municipal waste receptacles.

2.3 Field Documentation

A complete record of field activities will be maintained. Documentation necessary to meet QA
objectives for this project include field notes and field forms, sample container labels, and CoC
forms. The field documentation will provide descriptions of all sampling activities, sampling
personnel, and weather conditions, and will record all modifications, decisions, and/or corrective
actions to the study design and procedures identified in this SAP.

A field logbook(s) will be kept onsite during field operations. Daily activities will be recorded in
a bound field logbook with water-resistant numbered pages. All entries will be made legibly, in
indelible ink, and will be signed and dated daily. Information recorded will include the
following:

Date, time, place, and location of sampling;

Onsite personnel and visitors;

Daily safety discussion and any safety issues;

QA/QC samples collected (i.e., duplicate samples, equipment rinses, source blanks);
Field measurements (depth to water, etc.) and their units; and

Observations about the site, location, and samples (weather, odor, appearance, etc.).
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Field logbooks are intended to provide sufficient data and observations to enable participants to
reconstruct events that occur during project field activities. Entries will be factual, detailed, and
objective. Unless restricted by weather conditions, all original data recorded in field logbooks
and on sample identification tags, CoC records, and field forms will be written in waterproof ink.
If an error is made, the individual responsible may make corrections simply by crossing out the
error with a single line and recording the correct information next to it. The erroneous
information must not be obliterated. All corrections must be initialed and dated. All
documentation, including voided entries, must be maintained within project files.

2.3.1 Chain-of-Custody Procedures

The field crew will retain samples at all times until samples are relinquished to be delivered to
the laboratory. CoC forms will be initiated at the time of sample collection to ensure that all
collected samples are properly documented and traceable through storage, transport, and
analysis. When all line items on the form are completed or when the samples are relinquished,
the sample collection custodian will sign and date the form, list the time, and confirm the
completeness of all descriptive information contained on the form. Each individual who
subsequently assumes responsibility for the sample will sign the CoC form and provide the
reason for assuming custody. The field CoC terminates when the laboratory receives the
samples. The FM will retain a copy of the completed, signed, form(s) for project files.

2.4 Laboratory Analyses

All of the analytical procedures used in this program will be performed by subcontracted
laboratories in accordance with current EPA and Ecology guidelines. The participating
laboratories will be accredited by Ecology and have an internal QA/QC plan. Analyses will be
required to conform to referenced test methods and the individual laboratory’s written QA plan
and standard operating procedures.

Target analytes, reporting limits, and method detection limits (MDLSs) are presented in the QAPP
(see Section 3.0). The target quantitation limits may vary due to elevated chemical
concentrations, matrix interferences, and actual sample volumes used for analysis.

2.4.1 Analytical Laboratory Reports

Analytical laboratory reports will be accompanied by sufficient raw data and QC results to
enable independent reviewers to evaluate and validate the quality of the data and recalculate the
results. The analytical laboratory deliverables are listed in the QAPP (see Section 3.0).
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3.0 Quality Assurance Project Plan

The purpose of the QAPP is to provide confidence in the analytical results through a system of
QA/QC performance checks with respect to data collection methods, laboratory analysis, data
reporting, and appropriate corrective actions to achieve compliance with established performance
and data quality criteria. This section presents the QA/QC protocols used to ensure that the data
obtained during the investigation are legally defensible and usable for their intended purpose.

3.1 Measurements of Data Quality

The quality of the data reported by the laboratories will be evaluated for accuracy, precision,
representativeness, completeness, and comparability as described below.

Accuracy is the degree to which an observed measurement agrees with an accepted reference or
true value. Accuracy is a measure of the bias in the system and is expressed as the percent
recoveries of spiked analytes in matrix spike/matrix spike duplicate (MS/MSD) and laboratory
control sample/laboratory control sample duplicate (LCS/LCSD) samples. Accuracy will also be
evaluated through the surrogate spikes in each sample for PCB Aroclor analysis. PCB congener
accuracy measurements also include initial precision and recovery (IPR) samples and ongoing
precision and recovery (OPR) samples. The performance-based (or method-defined) laboratory
control limits for accuracy will be used for the project.

Precision is a measure of mutual agreement among individual measurements of the same
property under prescribed conditions. Precision will be assessed by the analysis of MS/MSD
samples, field duplicate samples, and LCS/LCSD samples. The calculated relative percent
differences (RPDs) for laboratory duplicates or MS/MSD pairs will provide information on the
precision of sampling and analytical procedures, and the RPDs for LCS/LCSD pairs will provide
information on precision of the analytical procedures. PCB congener precision measurements
also include IPR and OPR samples The performance-based (or method-defined) laboratory
control limits for precision will be used for the project.

Representativeness expresses the degree to which data accurately and precisely represent an
actual condition or characteristic at a particular sampling point. Representativeness is achieved
by collecting samples representative of the matrix at the time of collection. Representativeness
can be evaluated using replicate samples and blanks. Representativeness is also achieved by
ensuring that standard sample handling and analytical methodology are followed.

Completeness refers to the amount of acceptable data points collected relative to the amount
needed to achieve the project’s technical objectives. Completeness is calculated as the number of
valid data points achieved divided by the total number of data points expected for all requested
analyses. For this project, the overall completeness objective is 95 percent.

Comparability is based on the use of established EPA-approved methods for the analysis of the
selected parameters. The quantification of the analytical parameters is based on published
methods, supplemented with well-documented procedures used in the laboratory to ensure
reproducibility of the data.
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3.2 Quality Assurance and Quality Control

Field and laboratory QA/QC samples will be used to evaluate the data precision, accuracy,
representativeness, and comparability of the analytical results. The field QA samples to be
collected are described in Section 3.2.1. The laboratory QA samples are discussed in
Section 3.2.2.

3.2.1 Field Quality Assurance/Quality Control Samples

Field QC samples will be collected during sampling to evaluate the quality of the sampling
procedures and the analytical data. Field QC samples include field duplicate samples, equipment
rinses, and source water blanks. Field QC samples will be handled in the same manner as the
environmental samples collected. Descriptions of the field QC samples are provided below.

Field Duplicate Samples

Field duplicate samples will be collected at a rate of 1 per 20 samples collected for analysis for
groundwater and surface water samples. It is expected that two field duplicate samples will be
collected for groundwater, and one for surface water. Field duplicate samples will be collected at
the same time and analyzed for the same chemicals as the original sample. Field duplicate
sample results are used to assess the precision of the sample collection process and to help
determine the representativeness of the sample. If the results of the field duplicate samples
exceed QA/QC criteria for precision, this information will be discussed in the data validation
report, but data qualifiers will not be applied to the associated results.

Equipment Rinse Samples

Equipment rinse samples provide a QC check on the potential for cross-contamination by
measuring the effectiveness of the decontamination procedures of the sampling equipment. The
equipment rinse samples consist of reagent-grade water provided by Vista or ARI, as applicable,
rinsed across sample collection equipment. It is expected that four equipment rinse samples will
be collected for groundwater, and one for surface water, and analyzed for PCB congeners and
PCB Aroclors. If chemicals are detected in the equipment rinse samples, the detected
concentrations will be compared to the associated environmental sample results to evaluate the
potential for contamination. The rinse results will be discussed in the data validation report, and
data qualifiers may be applied to the associated sample results using EPA functional guidelines
for data validation (EPA 2008, 2016).

Source Water Blanks

Because PCB quantitation limits are very low, two source water blank samples will be collected.
This will provide data on PCBs potentially present in the water used for equipment rinses. These
source blank samples will involve pouring laboratory-supplied reagent-grade water directly into
sampling jars, and then analyzing for PCB congeners and PCB Aroclors. It is expected that two
source blanks will be collected, one in the first half of the field event and one in the second half.
If chemicals are detected in the source blanks, the detected concentrations will be compared to
the associated equipment rinse sample results to evaluate the potential for contamination in the
equipment rinses. This comparison will be completed prior to the process of applying the
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equipment rinse sample results, as described in the paragraph above. The source blank results
will be discussed in the data validation report.

3.2.2 Laboratory Quality Assurance/Quality Control Samples

Instrument calibration and laboratory QA/QC sample requirements are defined in the test
methods and the laboratory’s written standard operating procedures. An LCSD should be
analyzed if the laboratory does not have sufficient sample volume to prepare a project-specific
MS/MSD for organic test methods. The results of these samples will provide information on the
accuracy and precision of the chemical analysis and will be used to qualify data, as necessary,
during data validation using EPA functional guidelines modified as necessary to accommodate
non-Contract Laboratory Program (i.e., EPA SW-846 methodology) (EPA 1986) analytical
methods (EPA 2008, 2016).

Analytical methods, sample container, and minimum sample volumes are summarized in

Table 3-1. The sample volumes provided in Table 3-1 are the amount necessary to perform field
sample analysis. Additional sample volume is required for MS/MSDs and will be addressed
during the field sampling planning process and placement of the sample container order with
Vista and ARI.

Table 3-1. Analytical Methods, Sample Container, and Absolute Minimum Sample
Volume Requirements

Analytical Minimum/Preferred
Laboratory Analyte Group Method Sample Container Sample Volume
Groundwater and Surface Water Samples
Vista PCB Congeners' Two 1-L glass amber
EPA 1668C bottles with Teflon-lined lid -10%0 M-
ARI PCB Aroclors Three 1-L glass amber
SW-846 8082A  ptties with Teflon-lined lig >0%° M-
ARI Chloride EPA 300.0 100 mL
ARI Specific EPA 120.1 Two 500-mL HDPE bottles 100 mL
Conductance
ARI Total Solids SM2540B/C 200 mL
ARI Tot_al Suspended SM2540D Two 1,000-mL HDPE 1,000 mL
Solids bottles
AR Lo Dissolved - g\a5408/C Two 500-mL HDPE bottles 500 mL
Aqueous IDW
ARI Total RCRA SW-846 6010C/D
8 Metals? SW-846 7470A One 500-mL HDPE bottles 200 mL

ARI = Analytical Resources, Inc.

EPA = U.S. Environmental Protection Agency.

HDPE = High-density polyethylene.

IDW = Investigation-derived waste.

PCB = Polychlorinated biphenyl.

RCRA = Resource Conservation and Recovery Act.

Vista = Vista Analytical Laboratories.

'pcB congener analysis will include all 209 congeners.

2 RCRA 8 metals include arsenic, barium, cadmium, chromium, lead, selenium, and silver by method 6010C/D, and mercury
by method 7470A.
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Table 3-2 lists the analytical methods, holding times, and preservation requirements for all
targeted analyses. The frequency requirements for the analysis of laboratory QA/QC samples are
summarized in Table 3-3. Acceptance criteria for laboratory QA/QC samples are summarized in
Table 3-4. MDLs and reporting limits for each analytical method are provided in Appendix D.

Table 3-2. Analytical Methods, Holding Times, and Preservation Requirements

Analyte Group Analytical Method Holding Time Preservation
Groundwater and Surface Water Samples
PCB Congeners EPA 1668C 1 year Cool (2 -6°C)
PCB Aroclors SW-846 8082A 7days to extract, Cool (2 -6°C)
40 days to analyze
Chloride EPA 300.0 28 days Cool (2 -6°C)
Specific Conductance  EPA 120.1 28 days Cool (2 -6°C)
Total Solids SM2540B/C 7 days Cool (2 -6°C)
Total Suspended Solids SM2540D 7 days Cool (2-6°C)
Total Dissolved Solids SM2540B/C 7 days Cool (2-6°C)
IDW Samples
Total RCRA 8 Metals  SW-846 6010C/D 6 months (metals) Nitric acid to pH <2
(metals) 28 days (mercury)
SW-846 7470A
(mercury)

EPA = U.S. Environmental Protection Agency.
IDW = Investigation-derived waste.

PCB = Polychlorinated biphenyl.

RCRA = Resource Conservation and Recovery Act.

Table 3-3. Laboratory QA/QC Sample Frequency Requirements

Initial LCS/ Method
Analysis Calibration CCvVv OPR Blank MS/MSD Surrogates
PCB Congeners Prior to Start of batch, One per Oneper MS/MSD at rate NA
analysis every 12 hours prep batch prep batch of 5 percent of
samples if
available
PCB Aroclors  Prior to Start of batch, One per Oneper MS/MSD at rate Every sample
analysis every 10 field  prep batch prep batch of 5 percent of
samples, and samples if
end of batch available

CCV = Continuing calibration verification.

LCS = Laboratory control sample; an OPR sample may be substituted for an LCS for analysis of PCB congeners.
MS = Matrix spike.

MSD = Matrix spike duplicate.

NA = Not applicable.

OPR = Ongoing precision and recovery.

PCB = Polychlorinated biphenyl.

QA = Quality assurance.

QC = Quality control.
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Table 3-4. Laboratory QA/QC Sample Acceptance Criteria— DQOs

QC Sample and/or Activity
Used to Assess

Data Quality Measurement Performance Measurement
Analytical Group Indicator Criterion Performance
PCB Aroclors and Completeness >95 percent; determined by the  All usable sample data
Congeners number of valid data points points collected

achieved divided by the total
number of data points expected
for all requested analyses (not
rejected during validation)

PCB Congeners  Analytical instrument

accuracy

70 — 130 percent (congeners) ccv
50 — 150 percent (internals)

PCB Congeners  Accuracy and

precision

Percent RSD <25 (congeners);  IPR; performed when

mean recovery 70 — 130 commencing the method or

(congeners) when significant changes
have been made to the

See Table 6 of EPA 1668C for  method

internal standard acceptance

criteria

PCB Congeners  Accuracy

60 — 135 percent (congeners) LCS/OPR

See Table 6 of EPA 1668C for
internal standard acceptance

criteria
PCB Congeners  Accuracy and Recovery 60 — 135 percent MS/MSD; accuracy and
precision RPD <25 percent precision limits are advisory
limits only
PCB Congeners  Accuracy/Bias <Minimum level for each Method blank
contamination congener

PCB Araclors Analytical instrument

accuracy

80 — 120 percent (Aroclors) ccv
29 — 120 percent (surrogates)

PCB Aroclors Accuracy and

precision

PCB Araclors Accuracy

Recovery 51 — 128 percent MS/MSD
RPD <30 percent LCS/LCSD
Recovery 29-120 percent Surrogate

PCB Araclors Accuracy/Bias
contamination

< Laboratory reporting limit Method blank

CCV = Continuing calibration verification.

DQO = Data quality objective.

EPA = U.S. Environmental Protection Agency.
IPR = Initial precision and recovery.

LCS = Laboratory control sample.

LCSD = Laboratory control sample duplicate.

MS = Matrix spike.

3.2.3 Data Validation

MSD = Matrix spike duplicate.

OPR = Ongoing precision and recovery.
PCB = Polychlorinated biphenyl.

QA = Quality assurance.

QC = Quality control.

RPD = Relative percent difference.
RSD = Relative standard deviation.

All PCB congener and PCB Aroclor analytical results obtained during this investigation will
undergo independent data validation by EcoChem of Seattle, Washington. The project requires
EPA Stage 2B data validation on all PCB Aroclor results and EPA Stage 4 data validation on all
PCB congener results following EPA guidance (EPA 2008, 2009, 2016). If data quality concerns
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are noted, the laboratory will be contacted, as necessary, and the samples will be reanalyzed, the
data will be qualified, and/or the issue will be discussed in the data validation report. The results
of the data validation will be summarized in a data validation report, which will be included as
an appendix to the data report described in Section 4.3.

The data validation report will include a sample index; a technical report for each method that
specifies the QC elements that were reviewed and any outliers/impacts to data quality or
usability; criteria tables for each method that define each QC element, acceptance criteria, and
qualification decisions; qualifier definitions and reason code definitions; and a table that
summarizes qualified data points. In addition, 10 percent of the electronic data deliverable
(EDD) data points will be verified against the laboratory data packages and will have data
validation qualifiers, data validation qualifier reason codes, and final interpretive qualifiers
added.

3.2.4 Analytical Laboratory Reports

Analytical data packages will contain sufficient information to allow for the full-level data
validation and review of all sample and laboratory QC sample results (i.e., calibration, method
blanks, LCS/LCSD, OPR, surrogates, internals, and MS/MSD), including all raw data needed to
recalculate reported results as required to meet EPA Stage 4 data validation on PCB congener
results and EPA Stage 2B validation on PCB Aroclor results. The analytical laboratory
deliverables will include, but are not limited to, the following:

e MDLs and reporting limits for each sample.

e Laboratory qualifiers reported with analyte concentrations and a summary of qualifier
definitions.

e Case narrative, including any problems encountered, protocol modifications, and/or
corrective actions taken.

e Sample analytical and QA/QC results with units and control limits.
e All method references used during analyses.

e Any protocol deviations from the approved QAPP.

e Surrogate recovery results and control limits.

e Internal standard recovery results and control limits.

e MS/MSD results and control limits.

e Laboratory duplicate results and control limits.

e Method blank results.

e OPR recovery results and control limits.

e LCS/LCSD results and control limits.

e Initial and continuing calibration results and control limits.

e Sample custody records (including original CoC forms and sample receipt information).
e Sample and QC results in the EDD format specified in Appendix E.

The analytical laboratories will provide electronic copies of the data packages to Leidos and
EcoChem (hardcopies are not required).
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4.0 Data Analysis, Recordkeeping,
and Reporting Requirements

4.1 Analysis of Chemistry Data

The chemical results for groundwater and surface water samples will be processed using the data
management rules presented in Appendix C. Data tables will indicate sample locations, unique
sample identifiers, sample date, chemical concentrations, final data qualifiers, and chemistry
results will be compared to regulatory values, if requested.

4.2 Recordkeeping

At the conclusion of the study, all records including field records, laboratory data reports, data
validation reports, and other relevant documentation will be provided to Ecology for archive.

4.3 Data Report

A data report presenting the chemical results and discussing the activities associated with sample
collection and chemical analyses of samples will be prepared by Leidos and submitted to
Ecology. At a minimum, the following will be included in the report:

e A description of sampling and analysis activities.

e Protocols used during sampling and analysis, and a summary of any deviations from the
procedures described in the SAP and QAPP.

e Copies of field data collection forms.
e CoC records.
e Chemistry results summarized in data tables and figure(s):

0  Chemistry results will be compared to regulatory values, if requested.
o  Figures will show the location of sampling sites in the LDW watershed and sampling
locations at each site.

A summary of the data validation.
e Electronic copies of laboratory reports and the data validation reports.

The draft data report (including original laboratory data sheets) will be due to Ecology within 4
weeks after Leidos receives all validated data. The task schedule allows 2 weeks for Ecology to
review the draft data report. Leidos will submit the final report to Ecology within 2 weeks
following receipt of Ecology’s comments on the draft report but no later than June 30, 2017.

The validated chemistry data, recorded in the EDDs, will be uploaded into Ecology’s EIM
database following completion of the final data report, but no later than June 30, 2017.
Information for entering environmental data into EIM can be found on Ecology’s website:
http://www.ecy.wa.gov/eim/.
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Appendix B
List of Facility Site Maps

Location Map of Cleanup Sites along the LDW
Duwamish Shipyard

Glacier Northwest

North